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SECTION I 
INTRODUCTION 


1. Scope 

This manual lists repair parts and special tools required 
for performance of ID-1189/PR and ID-1189(XE-2)/ PR. 
2. General 

This Repair Parts and Special Tools List is divided into 
the following sections: 

a. [Section II. | Repair Parts List. A list of repair 
parts authorized for use in the performance of 
maintenance. The list also includes parts which must be 
removed for replacement of the authorized parts. Parts 
lists are composed of functional groups in ascending 
numerical sequence, with the parts in each group listed 
in figure and item number sequence. 

b. Section lll. ^ Special Tools List. Мої 
applicable. 

с. National Stock Number and 
Part Number Index. A list, in ascending National item 
identification number (NIIN, last 9 digits) sequence, of all 
National stock numbers appearing in the listings, 
followed by a list, in alphameric sequence, of all part 
numbers appearing in the listings. National stock 
number and part numbers are cross-referenced to each 
illustration figure and item number appearance. 

3. Explanation of Columns 
The following provides an explanation of columns found 
in the tabular listings: 

a. Illustration. This column is divided as 
follows: 

(1) Figure number. Indicates the figure 
number of the illustration on which the item is shown. 

(2) ltem number. The number used to 
identify each item called out in the illustration. 

b. Source, Maintenance, and Hecoverability 
(SMR) Codes. 

(1) Source code. Source codes are 
assigned to support items to indicate the manner of 
acquiring support items for maintenance, repair, or 
overhaul of end items. Source codes are entered in the 
first and second positions of the Uniform SMR Code 
format as follows: 

Code Definition 

PA-Item procured and stocked for anticipated or known 
usage. 

XD-A support item that is not stocked. When required, 
item will be procured through normal supply 
channels. 


NOTE 
Cannibalization or salvage may be 
used as a source of supply for any 
items source coded above except 
those coded XA, XD, and aircraft 
support items as restricted by AR 
70042. 

(2) Maintenance code. Maintenance 
codes are assigned to indicate the levels of maintenance 
authorized to USE and REPAIR support items. The 
maintenance codes are entered in the third and fourth 
positions of the Uniform SMR Code format as follows: 

(a) The maintenance code entered in 
the third position will indicate the lowest maintenance 
level authorized to remove, replace, and use the support 
item. The maintenance code entered in the third position 
will indicate one of the following levels of maintenance: 
Code Application/Explanation 
O-Support item is removed, replaced, used at the 

organizational level. 
H-Support item is removed replaced used at the general 
support level. 

(b) The maintenance code entered in 
the fourth position indicates whether the item is to be 
repaired and identifies the lowest maintenance level with 
the capability to perform complete repair (i.e., all 
authorized maintenance functions). This position will 
contain one of the following maintenance codes: 

Code Application/Explanation 

H-The lowest maintenance level capable of complete 
repair of the support item is the general support 
level. 

Z-Nonreparable. No repair is authorized. 

(3) Hecoverability code. ^ Recoverability 
codes are assigned to support items to indicate the 
disposition action on unserviceable items. The 
recoverability code is entered in the fifth position of the 
Uniform SMR Code format as follows: 

Recoverability 

codes Definition 

Z-Nonreparable item. When unserviceable, condemn 
and dispose at the level indicated in position 3. 

H-Reparable item. When uneconomically reparable, 
condemn and dispose at the general support 
level. 


c. National Stock Number. Indicates the 
National stock number assigned to the item and will be 
used for requisitioning purposes. 

d. Part Number. Indicates the primary number 
used by the manufacturer (individual, company, firm, 
corporation, or Government activity), which controls the 
design and characteristics of the item by means of its 
engineering drawings, specifications, standards, and 
inspection requirements to identify an item or range of 
items. 


NOTE 
When a stock numbered item is 
requisitioned, the repair part 


received may have a different part 

number than the part being replaced. 

e. Federal Supply Code for Manufacturer 
(FSCM). The FSCM is a 5-digit numeric code listed in 
SB 70842 which is used to identify the manufacturer, 
distributor, or Government agency, etc. 

f. Description. Indicates the Federal item 
name and, if required, a minimum description to identify 
the item. 

g. Unit of Measure (UIM). Indicates the 
standard of the basic quantity of the listed item as used 
in performing the actual maintenance function. This 
measure is expressed by a two-character alphabetical 
abbreviation (e.g., ea, in, pr, etc). When the unit of 
measure differs from the unit of issue, the lowest unit of 
issue that will satisfy the required units of measure will 
be requisitioned. 

h. Quantity Incorporated in Unit. Indicates the 
quantity of the item used in the breakout shown on the 
illustration figure, which is prepared for a functional 
group, subfunctional group, or an assembly. 

4. Special Information 

a. Usable on codes are shown in the 
description column. Uncoded items are applicable to all 
models. Identification of the usable on codes used in 
this publication are: 

Code Used on 
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3GU ID-1189/PR 
зам ID-1189(XE-2y PR 

b. Тһе following publications pertain to the ID- 
189/ PR and ID-1189(XE-2)/PR and its components: 
TM 11625-937-12, Indicators, Channel Alignment ID- 
11891PR and ID-1189(XE-2)/PR 
TM 116625-937-45, Indicators, Channel Alignment ID- 
1189/PR and ID-1189(XI-2)/PR 
5. How to Locate Repair Parts 

a. When National stock number or part 
number is unknown. 

(1) First. Using the table of contents, 
determine the functional group within which the repair 
part belongs. This is necessary since illustrations are 
prepared for functional groups and listings are divided 
into the same groups. 

(2) Second. Find the illustration covering 
the functional group to which the item belongs. 

(3) Third. ldentify the repair part on the 
illustration and note the illustration figure and item 
number of the repair part 

(4) Fourth. Using the Repair Parts Listing, 
find the figure and item number noted on the illustration. 

b. When National stock number or part 
number is known. 

(1) First Using the Index of National 
Stock Numbers and Part Numbers, find the pertinent 
National stock number or part number. This index is in 
ascending NIIN sequence followed by a list of part 
numbers in ascending alphameric sequence cross- 
referenced to the illustration figure number and item 
number. 

(2) Second. After finding the figure and 
item number, locate the figure and item number in the 
repair parts list. 

6. Abbreviations 
Not applicable. 


(Next printed page is 4) 
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Figure 1. Indicators, Channel Alignment ID-1189/PR and ID-1189(XE-2)/PR. 


SECTION И TM11-6625-937-40P 


(2) (3) (4) (6) 
ILLUSTRATIO! DESCRIPTION 


ај (b NATIONAL 
FIG | ІТЕМ SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER USABLE ON CODE 


GROUP 00 INDICATORS, CHANNEL ALIGMENT 
ID-1189 /PR ID-1189(XE-2)/PR 


SMD523717 RETAINER, BATTERY 
U-389(XE-1)PR ADAPTER, CONNECTOR 
MS35650-104 NUT, HEXAGON 
MS35337-81 WASHER, LOCK 
5985-00-997-2503 | SMC523588 ANTENNA ASSEMBLY 
SMC523584 ACTUATOR ASSEMBLY, SWITCH 
5120-00-937-0066 | SMC523590 SCREWDRIVER 
5120-00-935-0810| SMC523591 TOOL, ALIGMENT 
MX-8512(XE-1)PR ADAPTER, RECEIVER 
SMD523657 
SMD523502 
SMD523611 SCREW, MACHINE 
5985-00-832-9216 | 7303140 DUMY LOAD, TRANSTTER 
5985-00-832-9215 | 7303141 DUMY LOAD, RECEIVER 
SMD523654 EYELET, FLAT 
SMD523593 CARD, INSTRUCTION, TRANSITTER 
SMD523623 CARD, INSTRUCTION, RECEIVER 
9905-00-016-0128 | 5МС523592 PLATE, INSTRUCTION 
6625-00-016-0228 | SMC523622 PLATE, INSTRUCTION 
SMC523766 MARKER, IDENTIFICATION, ADHESIVE 
SMC523767 CARD, INSTRUCTION 
SMD523778 PLATE, IDENTIFICATION 
SMD523779 PLATE, IDENTIFICATION 
SMD523780 BRACKET, RECEIVER ASSEMBLY 
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Figure 2. Top Plate Assembly (Sheet 1 of 2). 
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Figure 2. Top Plate Assembly (Sheet 2 of 2). 


SECTION И 


ILLUSTRATIO! 


(а) | (b) 
FIG| ITEM SMR 
NO.) МО. | CODE 


оо Joo +. Q Гр) — 
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(3) 
NATIONAL 


STOCK 
NUMBER 


5935-00-832-9737 
5310-00-734-5661 
5310-00-934-9748 


5305-00-253-5609 


5305-00-933-2765 
5935-00-832-9738 


5935-00-832-9742 


5820-00-995-2298 


6135-00-995-2239 
5905-00-114-5343 


6625-00-933-9147 


5355-00-832-9229 
5355-00-616-9659 


(4) 


PART 
NUMBER 


5МВ523511 
SMB523644 
MS35337-78 
MS35649-244 
SMB523604 
SMD523619 
MS21318-13 
SMB523653 
SMB523603-3 
SMC523231-2 
SMB523514 
SMB523625 
SMB523645 
SMB523572 
SMB523665 
SMC523525 
SMB523524 
SMB523231-4 
SMC523642 
SMB523643 
MS35249-26 
SMC523713 
SMC523575 
SMB523507 
SMB523597 
SMD523503 
SMB523576 
SMB523577 
SMB523578 
SMC523574 


RCRO7G182JS 


SMB23599 
SMC523508 
SMD523509 
SMC523646 
MS91525-1 
SMB523606-2 
SMC523505 
SM8523652 


GROUP 01 TOP PLATE ASSEMBLY 


WASHER, LOCK 
NUT, HEXAGON 


SCREW, .MACHINE 


(6) 
DESCRIPTION 


TM11-6625-937-40P 


USABLE ON CODE 


PLATE, IDENTIFICATION 


SCREW, DRIVE 
CLAMP, CABLE 
SCREW, MACHINE 
SCREW, MACHINE 


CONNECTOR ASSEMBLY, BATTERY 


INSULATOR 


CLAMP, CABLE 


CASE, CONNECTOR, TRANSMITTER 
CONNECTOR ASSEMBLY, TRANSMITTER.. 


SCREW, MACHINE 
BLOCK, TERMINAL 
INSULATOR 

SCREW, MACHINE 


RETAINER ASSEMBLY, BATTERY 


STUD ASSEMBLY 
INSULATOR, CASE 
TERMINAL, LUG 
TOP PLATE 


WASHER, RETAINER 


STRAP, BATTEPRY 


PLATE, CLAMP 
COVER, BATTERY 


RESISTOR, FIXED, COMPOSITION 


HOUSING ASSEMBLY, ANTENNA 


HOUSING, ANTENNA 
KNOB CONTROL, BAR 
KNOB CONTROL, BAR 


SCREW, MACHINE 


CASE ASSPMBLY, RECEIVER 


CLAMP, CABLE 
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SECTION И 


ILLUSTRATIO! 


(а) | (b) 
FIG| ITEM SMR 
NO.) МО. | CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


5935-00-937-6997 
5935-00-931-4000 


6625-00-021-2576 


5935-00-832-9740 
5935-00-832-9741 
5935-00-577-2336 
5905-00-820-9124 
5935-00-884-8290 


5820-00-995-2295 


5820-00-995-2296 
5355-00-832-9228 


5305-00-933-3148 
5305-00-933-2766 


(4) 


PART 
NUMBER 


SMC523641 
SMC523516 
SMB523566 
SMB523598 
SMB523711 
SMB523614 
SMB523656 
SMC523561 
SMB523562 
SMB523513 
SMB523626 
SMD523517 
SMB523668 
SMC523521 
SMB523603-4 
SMB523518 
SMB523667 
MS16108-3A 
RCO7GF390K 
SMD523706 
SMB523655 
SMB523638 
SMC523527 
SMB523627 
SMC523537 
SMC523615 
SMB523560 
SMD523620 
SMD523630 
SMB523632 
SMB523650 
5MB523640 
SMC523231-3 
SMC523231-5 
SMB523605 
SMC523538 


SMB523628 
SMC523552 
SMD523557 


(6) 
DESCRIPTION 


TM11-6625-937-40P 


USABLE ON CODE | U/M| IN 


BRACKET ASSEMBLY 
CONNECTOR ASSENBLY, BASE 


CONNECTOR, PLUG 


PLATE, MOUNTING, METER 
SUPPORT, CONNECTOR 


INSULATOR 


RESISTOR, FIXED, COMPOSITION 
CONNECTOR, PLUG, ELECTRICAL 


INSULATOR 
STANDOFF 


STANDOFF 


PLATE, IDENTIFICATION 
PLATE, PROTECTION 
INSERT, SCREW THREAD 


SCREW, MACHINE 
SCREW, MACHINE 
SCREW, MACHINE 


SHIELD ASSEMBLY, VARIABLE FREQUENCY 


OSCILLATOR 
GASKET SHIELD 
CAN ASSEMBLY 
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BOARD ASSEMBLY 
HARNESS ASSEMBLY NUMBER 1 


SMD523634 


SECTION И 


ILLUSTRATIO! 


(a) 
FIG 
NO. 


(b) 
ITEM SMR 
NO.| CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


5935-00-018-6258 
5995-00-935-2685 
6625-00-933-9138 


5930-00-010-5376 
5930-00-997-4707 


6625-00-021-2575 
6625-00-021-2573 
6625-00-021-2574 
5935-00-087-9480 
5935-00-018-6256 
5930-00-501-1749 


5910-00-857-2123 


(4) 


PART 
NUMBER 


SMD523634-1 
SMC523522 
5М0523705-1 
SDM523648 
SMC523635 
SMC523635-1 
SMD523556 
SMC523554 
SMD523647 
SMC523567 
SMB523662 
SMB523568 
SMC523565 
SMC523564 
MS25089-36 
SMB 
CK70AW152M 


TAPE, LACING 
JACK, TELEPHONE 


CONNECTOR ASSEMBLY 


(6) 
DESCRIPTION 


TM11-6625-937-40P 


USABLE ON CODE 


LINE, RADIO FREQUENCY TRANSMISSION 
HARNESS ASSEMBLY NUMBER 2 


TAPE, LACING 
SWITCH, ROTARY 
SWITCH, BATTERY 


PROD, TEST 


CONNECTOR, RECEPTACLE 
CONNECTOR, PLUG 


ATTENUATOR ASSEMBLY 
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Figure 3. Attenuator. 
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SECTION И TM11-6625-937-40P 


(2) (3) (4) (6) 
ILLUSTRATIO DESCRIPTION 


ај (b NATIONAL 
FIG! ІТЕМ SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER USABLE ON CODE | U/M| IN 


GROUP 0101 ATTENUATOR 


SMC523529 COVER ASSEMBLY 

SMC523536 CAN, SHIELD 

SMB523426-1 SCREW, MACHINE 
5310-00-938-2013 | MS35640-224 NUT, HEXAGON 

MS35337-77 WASHER, LOCK 

SMD523531 BOARD ASSEMBLY, ATTENUATOR 


ІЗІ 
3 
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3 
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TOP VIEW 
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Figure 4. Attenuator Board Assembly 
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SECTION И 


ILLUSTRATIO! 


4 
4 
4 
4 
4 
4 
4 
4 


(b) 
ITEM SMR 
NO.| CODE 


СО СО мо слом ~ 


(3) 


NATIONAL 
STOCK 
NUMBER 


5905-00-683-2235 
5905-00-104-8368 
5905-00-835-1632 
5930-00-010-5377 
5905-00-683-2233 
5310-00-734-5661 


(4) 


PART 
NUMBER 


RCO7GF680J 
RCO7GF470K 
RCO7GF240J 
SMD523533 
RCO7GF910J 
MS35337-78 
SMB523609 
SMB523534 
SMD523532 
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(6) 
DESCRIPTION 


USABLE ON CODE | U/M| IN 


GROUP 010101 ATTENUATOR 
BOARD ASSEMBLY 


RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
SWITCH, ROTARY 

RESISTOR, FIXED, COMPOSITION 
WASHER, LOCK 

SPRING, CONTACT 

SHIELD, BOARD 

PRINTED WIRING BOARD 
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Figure 5. Shield Assembly: VFO. 
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SECTION И 


ILLUSTRATIO! 


(а) | (b) 
FIG| ITEM SMR 
NO.) МО. | CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


(4) 


PART 
NUMBER 


SMC523539 


SMB52341 


5310-00-043-1754 | MS35337-79 


SMB523542 


5305-00-933-3148 | SMC523231-3 


5310-00-734-5661 


MS35337-78 
SMD523543 


SMB523629 
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(6) 
DESCRIPTION 


USABLE ON CODE | U/M| IN 


GROUP 0102 SHIELD ASSEMBLY: VFO 
BASE ASSEMBLY, VARIABLE FREQUENCY 
OSCILLATOR 

STANDOFF 

WASHER, LOCK 

STANDOFF 

SCREW, MACHINE 

WASHER, LOCK 

BOARD ASSEMBLY, VARIABLE FREQUENCY 
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Figure 6. Board Assembly: VFO. 
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SECTION И 


(2) (3) (4) (6) 
ILLUSTRATIO DESCRIPTION 


а | (b NATIONAL 
FIG| ПЕМ SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER 


TM11-6625-937-40P 


USABLE ON CODE | U/M| IN 


[6] 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
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5905-00-681-6462 
5905-00-807-4954 
5950-00-728-0819 
5910-00-143-0501 
5910-00-890-8988 
5905-00-816-8554 
5961-00-950-1655 
5905-00-723-5251 
5910-00-933-9339 
5950-00-931-0462 
5910-00-056-7976 
5305-00-933-3148 
5310-00-734-5661 


5910-00-996-1089 
5910-00-732-2210 
5910-00-067-7293 
5910-00-079-8958 


5961-00-852-2252 
5905-00-114-0711 


5910-00-060-1188 
5950-00-087-0043 


RC07GF102J 
RC07GF751J 
SMC523545 
CK06CW472M 
CK05CW102M 
RC07GF103K 
2N987 
RC07GF222K 
SMC523547 
MS90537-21 
CM05F271G03 
SMC523231-3 
MS35337-78 
SMD523544 
PC51H230 
CM05F131G03 
CM05C050K03 
CC52UJ101G 
CM05D270J03 
MILS19500-346 
RC70GF472K 
SMD523705-2 
SMC523546 
CM05C100K03 
SMB523550 
SMB523549 
SMB523596 
SMB523595 
SMB523551 


GROUP 010201 BOARD ASSEMBLY: VFO 


RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
CHOKE, RADIO FREQUENCY 
CAPACITOR, FIXED, CERAMIG 
CAPACITOR, FIXFD, CERAMIC 
RESISTOR, FIXED, COMPOSITION 
TRANSISTOR 


CAPACITOR, FIXED, MICA 
SCREW, MACHINE 

WASHER, LOCK 

PRINTED WIRING, BOARD 
CAPACITOR, VARIABLE 
CAPACITOR, FIXED, MICA 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, CERAMIG 
CAPACITOR, FIXED, MICA 
TRANSISTOR 

RESISTOR, FIXED, COMPOSITION 
CABLE ASSEMBLY 

CHOKE, RADIO FREQUENCY 
CAPACITOR, FIXED, MICA 


WIRE, INSULATED 
WIRE, INSULATED 
COIL SUPPORT 


ааа НА на AS P са на CE GO с HK 


TM 11-6625-937-40P 


RIS СІ R3 R4 CR RIO сва 
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TOP VIEW 
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Figure 7. Function Board. 
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SECTION И 


ILLUSTRATIO! 


(a) 
FIG 
NO. 


ГЛ] 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 


(0) 
ITEM 5МН 
NO.| CODE 


оомо СЛ + Ср Гр ~ 


(3) 


NATIONAL 
STOCK 
NUMBER 


5961-00-832-8995 
5961-00-832-8996 
5905-00-683-2246 
5905-00-141-0744 
5961-00-556-2091 
5905-00-133-0440 


6625-00-016-0132 
5910-00-957-9909 
5905-00-683-2236 
5905-00-114-0710 


5905-00-723-5251 
5950-00-728-0819 


5910-00-143-0501 

5961-00-752-6121 

5905-00-104-8368 
5961-00-985-4900 
5905-00-279-1979 
5905-00-722-9866 
5905-00-483-4285 
5905-00-682-4099 
5905-00-990-4152 
5950-00-931-0462 
5910-00-851-0693 
5905-00-829-0156 
5905-00-106-1247 
5910-00-857-9192 
5905-00-686-9997 
5905-00-807-0059 
5310-00-938-2013 


5305-00-933-3148 
5310-00-734-5661 
5905-00-914-9260 


(4) 


РАВТ 
NUMBER 


SMB523365 
SMB523370 
RCO7GF473J 
RCO7GF562K 
IN270 
RCO7GF181K 
CS13BF105M 
SMD523558 
CM05D391J3 
RCO7GF391J 
RCR07G331JS 
SMB523613 
RCO7GF222K 
SMC523545 
SMB523603-2 
CK05CW472M 
MILS19500-127 
RCO7GF470K 
MILS19500-240 
RC42GF101K 
RL20AD274J 
RJ12CY104 
RCO7GF472K 
RW69G1R8 
MS90537-21 
DM15F271G 
RL20AD114J 
RC32GF221K 
CKO6W103M 
RCO7GF682J 
RCO7GF433J 
MS3649-224 
SMB523603-4 
MS35337-77 
SMB523559 
SMB523639 
SMC523231-3 
MS35337-78 
RL20AD513J 


TM11-6625-937-40P 


(6) 
DESCRIPTION 


USABLE ON CODE | U/M| IN 


GROUP 0103 FUNCTION BOARD 


TRANSISTOR 

SEMICONDUCTOR DEVICE, DIODE 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
SEMICONDUCTOR DEVICE, DIODE 
RESISTOR, FIXED, COMPOSITION 
CAPACITOR, FIXED, ELECTROLYTIC 
PRINTED WIRING BOARD 
CAPACITOR, FIXED, MICA DIELECTRIC 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
TERMINAL, STUD 

RESISTOR, FIXED, COMPOSITION 
CHOKE, RADIO FREQUENCY 
SCREW, MACHINE 

CAPACITOR, FIXED, CERAMIC DIELECTRIC 
SEMICONDUCTOR DEVICE, DIODE 
RESISTOR, FIXED, COMPOSITION 
SEMICONDUCTOR DEVICE, DIODE 
RESISTOR, FIXED.COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, VARIABLE 

RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, WIRE WOUND 


CAPACITOR, FIXED, MICA DIELECTRIC 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
CAPACITOR, FIXED, CERAMIC DIELECTRIC 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
NUT, HEXAGON 

SCREW, MACHINE 

WASHER, LOCK 

BRACKET, MOUNTING 

STANDOFF 

SCREW, MACHINE 

WASHER, LOCK 

RESISTOR, FIXED, COMPOSITION 


— го кә Го с Го Ф № — ГО а 44 A sch а Ph ch гэ A Ло Го - Го ch 22 


SECTION И 


ILLUSTRATIO! 


(а) | (b) 
FIG| ITEM SMR 
NO.| NO.| CODE 


(3) (4) 


NATIONAL 
STOCK PART 
NUMBER NUMBER 


5961-00-985-9073 | 2N3053 

5905-00-817-7971 | RCO7GF100J 
5905-00-686-9994 | RCO7GF122J 
5905-00-726-4413 | RCO7GF123J 


TM11-6625-937-40P 


(6) 
DESCRIPTION 


USABLE ON CODE | U/M| IN 


TRANSISTOR 

RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 


22/(23 blank) 


TM 11-6625-937-40P 


ELOKKOOS 


Figure 8. Case СУ-6078/РН. 
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SECTION И TM11-6625-937-40P 


(2) (3) (4) (6) 
ILLUSTRATIO! DESCRIPTION 


ај (b NATIONAL 
FIG | ІТЕМ SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER USABLE ON CODE | U/M| IN 


GROUP 02 CASE CY-6078/PR 


4820-00-898-3003 | SMB523692 
SMB523693 
SMB523606-3 
5310-00-043-1754 | MS35337-79 WASHER, LOCK 
6625-00-880-1543 | SMD523579 PLATE ASSEMBLY, LID 
SMD523658 PLATE, IDENTIFICATION 
SMD523671 CASE ASSEMBLY 
SMD523672 CASE ASSEMBLY 
SMB523637 STANDOFF 
SMB523633 SPACER PLATE, PROTECTION 
SMC523231-4 SCREW, MACHINE 
5310-00-734-5661 | М535337-78 WASHER, LOCK 
SMC523694 
SMB523695 
SMD523678 


оомо ль оГ ~ 


一 一 一 四 加 上 0 一 一 一 一 一 一 一 一 


[8] 
8 
8 
8 
8 
8 
8 
8 
8 
8 
8 
8 
8 
8 
8 


TM 11-6625-937-40Р 


ELOKKOIO 


Figure 9. Adapter, Receiving Set MX-8512(XE-1)/PR. 
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SECTION И 


ILLUSTRATIO! 


(a) 
FIG 
NO. 


[9] 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 


(b) 
ITEM SMR 
NO.| CODE 


СО СО Мос +. Q Гр — 


(3) 


NATIONAL 


STOCK 
NUMBER 


(4) 


PART 
NUMBER 


6625-00-021-2575 | SMB523567 


5999-00-409-4086 
5935-00-018-6258 


5935-00-931-4000 


5305-00-933-2765 
5930-00-477-9364 


5305-00-933-3148 


SMD523732 
SMD523729 
SMC523939 
SMB523905 
SMD523731 
SMC523743 
SMD523746 
SMD523749 
SMC523522 
SMC523773 
SMC523747 
SMC523774 
SMB523755 
SMB523566 
SMB523716 
SMC523751 
SMC523741 
SMC523742 
SMB523411 
SMB523242 
SMD523736 
SMB523422 
SMB523379-1 
SMD523735 
SMC523231-2 
SMB523775 
SMC523739 
SMC523456-2 
SMC523737 
SMB523753 
SMC523231-3 
SMB523589 
SMB523231-4 
SMD523744 


TM11-6625-937-40P 


(6) 
DESCRIPTION 


USABLE ON CODE 


GROUP 03 ADAPTER, RECEIVING SET 
MX-8512(XE-1)/PR 

PROD, TEST ASSEMBLY 

CASE, RECEIVER 

PLATE, IDENTIFICATION 
TERMINAL, FEEDTHRU, INSULATED 
INSULATION SHEET, ELECTRICAL 
CASE, RECEIVER, ASSEMBLY 
HOUSINF ASSEMBLY, REAR 
CHANNEL ASSEMBLY 

CIRCUIT CARD ASSEMBLY 

JACK, TELEPHONE 

INSERT, SCREW THREAD 
CHANNEL SUBASSEMBLY 
CHANNEL ASSEMBLY, WELDED 
GROMMET, RUBBER 

CONNECTOR, PLUG 

RING, CRIMP 

CONNECTOR, RECEPTACLE, ELECTRICAL ЗСУ 
PLUG ASSEMBLY, TIP 

HOUSING, LOWER 


PLATE, SIDE 

SCREW, MACHINE 

SCREW, MACHINE 
BRACKET.ELECTRICAL CONNECTOR 
SCREW, MACHINE 

SWITCH, TOGGLE 

HOUSING, UPPER 

WASHER, LOCK 

CLIP, PROBE 

WEBBING, TEXTILE 


SCREW, MACHINE 
HOUSING, REAR 


ња асаа (дла — Га Ny Кр) а на на на на на (0 -4 (Од -4 а До Др ча на на — на на на на -д 


TM 11-6625-937-40P 


NOTE FOR COMPLETE REFERENCE DESIGNATION 
PREFIX WITH А2ОА2А2. ELOKKOI | 


Figure 10. Printed Circuit Board. 
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SECTION И 


(2) (3) (4) (6) 
ILLUSTRATIO DESCRIPTION 


а | (b NATIONAL 
FIG| ПЕМ SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER 


TM11-6625-937-40P 


USABLE ON CODE 


оомо СЛ + GQ N) ~ 


5961-00-950-1655 
5950-00-878-6851 


5910-00-019-4790 


5961-00-087-0930 


5905-00-686-9993 
5905-00-272-7899 
5915-00-497-9193 
5905-00-681-8818 
5950-00-087-0041 
5910-00-904-3985 


5305-00-933-3148 


5905-00-116-8555 
5910-00-018-6252 


5950-00-087-3780 
5910-00-016-0384 
5910-00-034-5529 
5905-00-816-8554 


5910-00-019-4784 
5910-00-018-6251 


5961-00-556-2091 
5905-00-687-0002 
5905-00-114-0710 


5905-00-686-9997 
5961-00-805-7873 


SMC523309-5 
2N987 
SMC523270 
SMC523315 
SMC523358-1 
SMB523337-3 
SMC523484 
SMB523356 
SMC523335-4 
CS13BF105M 
SMC523914 
RC07GF124J 
SMC523479 
SMC523478 
RC070F153J 
SMC523477 
CS13BF685M 
SMD523750 
SMC523231-3 
SMC523456-2 
RC07GF154K 
SMC523339-9 
CC515H330J 
SMC523274 


SMC523339-12 
SMC52316 
SMC523339-16 
RC07GF103K 
SMC523339-1 
SMC523339-7 
PC0041J4R5 


SMC523309-4 
1N270 
SMB523331-2 
RC07GF223J 
CS13BB476K 
RCR07G331JS 
RC07GF682J 
1N746A 


GROUP 0301 PRINTED CIRCUIT BOARD 


CHOKE, RADIO FREQUENCY 
TRANSISTOR 

TRANSFORMER, RADIO FREQUENCY 
INTEGRATED CIRCUIT, BUFFER 
CAPACITOR, FIXED 

CAPACITOR, FIXED, CERAMIC DIELECTRIC3GV 
RESISTOR, VARIABLE 
SEMICONDUCTOR DEVICE, DIODE 
RESISTOR, THERMAL 

CAPACITOR, FIXED ELECTROLYTIC 
RESISTOR, THERMAL 

RESISTOR, FIXED, COMPOSITION 
RESISTOR, VARIABLE 

INTEGRATED CIRCUIT, OSCILLATOR 
RESISTOR, FIXED, COMPOSITION 
COIL, RADIO FREQUENCY 
CAPACITOR, FIXED ELECTROLYTIC 
PRINTED WIRING BOARD 

SCREW, MACHINE 

WASHER, LOCK 

RESISTOR, FIXED, COMPOSITION 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, CERAMIC DIELECTRIC3GV 
TRANSFORMER, VARIABLE RADIO 
FREQUENCY 

CAPACITOR, VARIABLE, MICA 
INTEGRATED CIRCUIT, OSCILLATOR 
CAPACITOR, FIXED, MICA 

RESISTOR, FIXED, COMPOSITION 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, FIXED, MICA DIELECTRIC 
CAPACITOR, VARIABLE, GLASS 
DIELECTRIC 

CHOKE, RADIO FREQUENCY 
SEMICONDUCTOR DEVICE, DIODE 
CRYSTAL UNIT, QUARTZ 

RESISTOR, FIXED, COMPOSITION 
CAPACITOR, FIXED, ELECTROLYTIC 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
SEMICONDUCTOR DEVICE, DIODE 


— — на Ai № E а са аа а Oa Му а аа ру а а а го Ло 


гэ CO A а аһ а 
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SECTION И 


ILLUSTRATIO! 


(a) 
FIG 


NO. 


(b) 
ITEM SMR 
NO.| CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


5961-00-925-3777 
5905-00-683-2235 
5905-00-135-6046 
5905-00-681-6462 
5905-00-682-4108 
5910-00-019-5069 
5910-00-034-5506 


(4) 


PART 
NUMBER 


2N2907A 
RCO7CF680J 
RCR7G681JS 
RCO7GF102J 
RCO7GF241J 
SMB523337-2 
SMC523339-14 
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TM11-6625-937-40P 


(6) 
DESCRIPTION 


USABLE ON CODE 


TRANSISTOR 

RESISTOR, FIXED, COMPOSITION 

RESISTOR, FIXED, COMPOSITION 

RESISTOR, FIXED, COMPOSITION 

RESISTOR, FIXED, COMPOSITION 

CAPACITOR, FIXED, CERAMIC DIELECTRIC3GV 
CAPACITOR, FIXED, MICA DIELECTRIC 3GV 


SECTION IV 


NATIONAL STOCK NUMBER AND PART NUMBER INDEX TM 11-6635-937-40P 
NOTE: LATEST NATIONAL STOCK NUMBER AND PART NUMBER ASSIGNMENTS ARE INCLUDED AT END OF 


STOCK NUMBER 


5930-00-010-5376 
5930-00-010-5377 
9905-00-016-0128 
6625-00-016-0132 
5910-00-016-0384 
5910-00-018-6251 
5910-00-018-6252 
5935-00-018-6256 
5935-00-018-6258 
5935-00-018-6258 
5910-00-019-4784 
5910-00-019-5069 
6625-00-021-2573 
6625-00-021-2574 
6625-00-021-2575 
6625-00-021-2575 
6625-00-021-2576 
5910-00-034-5506 
5910-00-034-5529 
5910-00-056-7976 
5910-00-060-1188 
5910-00-067-7293 
5910-00-079-8958 
5950-00-087-0043 
5961-00-087-0930 
5935-00-087-9480 


5305-00-253-5609 
5999-00-409-4086 
5930-00-477-9364 
5915-00-497-9193 
5930-00-501-1749 
5961-00-556-2091 
5961-00-556-2091 
5935-00-577-2336 
5355-00-616-9659 
5905-00-682-4099 
5905-00-683-2233 
5905-00-683-2236 
5905-00-683-2246 
5905-00-722-9866 
5905-00-723-5251 
5905-00-723-5251 
5950-00-728-0819 
5950-00-728-0819 
5910-00-732-2210 
5310-00-734-5661 
5310-00-734-5661 
5310-00-734-5661 
5310-00-734-5661 
5310-00-734-5661 
5310-00-734-5661 
5961-00-752-6121 
5905-00-807-0059 
5905-00-807-4954 
5905-00-816-8554 


NUMBER 


CC515H330J 
CC52UJ101G 
CK05CW472M 
CK06CW472M 
CK06W103M 
CK70AW152M 
CM05C050K03 
СМ05С100К03 
CM05D270J03 
CM05D391J3 
CM05F131G03 
CMO05F271G03 
CS13BB476K 
CS13BF105M 
CS13BF105M 
CS13BF685M 


FIG. 
2 
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FSCM 


81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 
81349 


FIG. 
NO. 


10 
6 


-ч O O O моо O) № Уо М 


ITEM 


86 

4 
18 

8 
25 
30 
22 
93 
81 
10 
29 
45 


ITEM 


NO. 
23 
18 
16 

4 
29 
96 
17 
24 
19 

9 
16 
11 
36 

1 
10 
17 


INDEX 


31 


STOCK NUMBER 


5905-00-816-8554 
5905-00-820-9124 
5905-00-829-0156 
5961-00-832-8995 
5961-00-832-8996 
5985-00-832-9215 
5985-00-832-9216 
5355-00-832-9228 
5935-00-832-9737 
5935-00-832-9738 
5935-00-832-9740 
5935-00-832-9741 
5935-00-832-9742 
5905-00-835-1632 
5961-00-852-2252 
5910-00-857-2123 
5910-00-857-9192 
5950-00-878-6851 
6625-00-880-1543 
5935-00-884-8290 
4820-00-898-3003 
5910-00-904-3985 
5905-00-914-9260 
5950-00-931-0462 
5950-00-931-0462 
5935-00-931-4000 
5935-00-931-4000 
5305-00-933-2765 
5305-00-933-2765 
5305-00-933-2766 
5305-00-933-3148 
5305-00-933-3148 
5305-00-933-3148 
5305-00-933-3148 
5305-00-933-3148 
5305-00-933-3148 
6625-00-933-9138 
6625-00-933-9147 
5910-00-933-9339 
5120-00-935-0810 
5995-00-935-2685 
5120-00-937-0066 
5961-00-950-1655 
5961-00-950-1655 
5910-00-957-9909 
5961-00-985-4900 
5961-00-985-9073 
5905-00-990-4152 
6135-00-995-2239 
5820-00-995-2295 
5820-00-995-2296 
5820-00-995-2298 
5910-00-996-1089 
5985-00-997-2503 
5930-00-997-4707 


PART 
NUMBER 


FSCM 


FIG. 


En 


- 


- 
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FIG. 
NO. 


ITEM 


ITEM 
NO. 


SECTION IV. NATIONAL STOCK NUMBER AND PART NUMBER INDEX TM 11-6625-937-40P 


PART FIG. ITEM PART FIG. ITEM 

NUMBER FSCM NO. NO. NUMBER FSCM NO. NO. 
SMB523231-4 80063 2 18 

SMB523231-4 80063 9 34 

SMB523242 80063 9 21 

5МВ523331-2 80063 10 34 

5МВ523337-2 80063 10 45 

5МВ523337-3 80063 10 6 

MILS19500-127 81349 7 17 SMB523356 80063 10 8 
MILS19500-240 81349 7 19 SMB523365 80063 7 1 
MILS19500-346 81349 6 20 SMB523370 80063 7 2 
SMB523379-1 80063 9 24 

MS16108-3A 96906 2 57 SMB52341 80063 5 2 
MS21318-13 96906 2 7 SMB523411 80063 9 20 
М525089-36 96906 2 94 5МВ523422 80063 9 23 
М535249-26 96906 2 21 5МВ523426-1 80063 3 3 
MS35337-77 96906 3 5 SMB523504 80063 2 95 
MS35337-77 96906 7 34 SMB523507 80063 2 24 
MS35337-78 96906 2 3 SMB523511 80063 2 1 
MS35337-78 96906 4 6 SMB523513 80063 2 49 
MS35337-78 96906 5 6 SMB523514 80063 2 11 
MS35337-78 96906 6 13 SMB523518 80063 2 55 
MS35337-78 96906 y 38 SMB523524 80063 2 17 
MS35337-78 96906 8 12 SMB523534 80063 4 8 
MS35337-79 96906 5 3 SMB523542 80063 5 4 
MS35337-79 96906 8 4 SMB523549 80063 6 26 
MS35337-81 96906 1 4 SMB523550 80063 6 25 
SMB523551 80063 6 29 

SMB523559 80063 7 35 

SMB523560 80063 2 66 

М535650-104 96906 1 3 SMB523562 80063 2 48 
М590537-21 96906 6 10 5МВ523566 80063 2 42 
М590537-21 96906 7, 25 SMB523566 80063 9 15 
MS91525-1 96906 2 36 SMB523567 80063 9 1 
MX-8512(XE-I)PR 80058 1 9 SMB523568 80063 2 91 
PC0041J4R5 81349 10 31 SMB523572 80063 2 14 
PC51H230 81349 6 15 SMB523576 80063 2 27 
SMB523577 80063 2 28 

SMB523578 80063 2 29 

SMB523589 80063 9 33 

RCO7GF103K 81349 6 6 SMB523590 80063 1 7 
RCO7GF103K 81349 10 28 SMB523595 80063 6 28 
SMB523596 80063 6 27 

SMB523597 80063 2 25 

SMB523598 80063 2 43 

SMB523603-2 80063 7 15 

RCO7GF154K 81349 10 21 SMB523603-3 80063 2 9 
RCO7GF181K 81349 7 6 SMB523603-4 80063 2 54 
SMB523603-4 80063 7 33 

RCO7GF222K 81349 6 8 SMB523604 80063 2 5 
RCO7GF222K 81349 7 13 SMB523605 80063 2 74 
SMB523606-2 80063 2 37 

RCO7GF240J 81349 4 3 SM8523606-3 80063 8 3 
SMB523609 80063 4 7 

SMB52361 1 80063 1 12 

SMB523613 80063 7 12 

RCO7GF390K 81349 2 58 SMB523614 80063 2 45 
RCO7GF391J 81349 7 10 SMB523625 80063 2 12 
RCO7GF433J 81349 7 31 SMB523626 80063 2 50 
RCO7GF470K 81349 4 2 SMB523627 80063 2 63 
RCO7GF470K 81349 7 18 SMB523628 80063 2 76 
RCO7GF472K 81349 6 21 SMB523629 80063 5 8 
RCO7GF472K 31349 7 23 SMB523632 80063 2 69 
RC07GF473J 81349 7 3 SMB523633 80063 8 10 
RCO7GF562K 81349 1 4 SMB523637 80063 8 9 
SMB523638 80063 2 61 

SMB523639 80063 7 36 

SMB523640 80063 2 71 

SMB523643 80063 2 20 

SMB523644 80063 2 2 

RC07GF751J 81349 6 2 SMB523645 80063 2 13 
RC07GF910J 81349 4 5 SMB523650 80063 2 70 
RC32GF221K 81349 7 28 SMB523652 80063 2 39 
RC42GF101K 81349 7 20 SMB523653 80063 2 8 
SMB523655 80063 2 60 

RL20AD114J 81349 7 27 SMB523656 80063 2 46 
RL20AD274J 81349 7 21 SMB523662 80063 2 90 
RL20AD513J 81349 7 39 SMB523665 80063 2 15 
RW69G1R8 81349 Z 24 SMB523667 80063 2 56 
SMB523668 80063 2 52 

SMB523692 80063 8 1 

SMB23599 80063 2 32 SMB523693 80063 8 2 


32 


SECTION IV. NATIONAL STOCK NUMBER AND PART NUMBER INDEX TM 11-6625-937-40P 


PART FIG. ITEM PART FIG. ITEM 
NUMBER FSCM NO. NO. NUMBER FSCM NO. NO. 
SMB523695 80063 8 14 SMC523646 80063 2 35 
SMB523711 80063 2 44 SMC523694 80063 8 13 
SMB523716 80063 9 16 SMC523713 80063 2 22 
SMB523753 80063 9 31 5МС523737 80063 9 30 
5МВ523755 80063 9 14 5МС523739 80063 9 28 
5МВ523775 80063 9 27 SMC523741 80063 9 18 
SMB523905 80063 9 5 SMC523742 80063 9 19 
SMC52316 80063 10 26 SMC523743 80063 9 7 
SMC523231-2 80063 2 10 SMC523747 80063 9 12 
SMC523231-2 80063 9 26 SMC523751 80063 9 17 
SMC523231-3 80063 2 72 SMC523766 80063 1 20 
SMC523231-3 80063 5 5 SMC523767 80063 1 21 
SMC523231-3 80063 6 12 SMC523773 80063 9 11 
SMC523231-3 80063 7 37 SMC523774 80063 9 13 
SMC523231-3 80063 9 32 SMC523914 80063 10 11 
SMC523231-3 80063 10 19 SMC523939 80063 9 4 
SMC523231-4 80063 8 11 SMD523502 80063 1 11 
SMC523231-5 80063 2 73 SMD523503 80063 2 26 
SMC523270 80063 10 3 SMD523509 80063 2 34 
SMC523274 80063 10 24 SMD523517 80063 2 51 
SMC523309-4 80063 10 32 SMD523531 80063 3 6 
SMC523309-5 80063 10 1 SMD523532 80063 4 9 
SMC523315 80063 10 4 SMD523533 80063 4 4 
SMC523335-4 80063 10 9 SMD523543 80063 5 7 
SMC523339-1 80063 10 29 SMD523544 80063 6 14 
SMC523339-12 80063 10 25 SMD523556 80063 2 86 
SMC523339-14 80063 10 46 SMD523557 80063 2 78 
SMC523339-16 80063 10 27 SMD523558 80063 7 8 
SMC523339-7 80063 10 30 SMD523579 80063 8 5 
SMC523339-9 80063 10 22 SMD523593 80063 1 16 
SMC523358-1 80063 10 5 SMD523619 80063 2 6 
SMC523456-2 80063 9 29 SMD523620 80063 2 67 
SMC523456-2 80063 10 20 SMD523623 80063 1 17 
SMC523477 80063 10 16 SMD523630 80063 2 68 
SMC523478 80063 10 14 SMD523634 80063 2 79 
SMC523479 80063 10 13 SMD523634-1 80063 2 80 
SMC523484 80063 10 7 SMD523647 80063 2 88 
SMC523505 80063 2 38 SMD523648 80063 2 83 
SMC523508 80063 2 33 SMD523654 80063 1 15 
SMC523516 80063 2 41 SMD523657 80063 1 10 
5МС523521 80063 2 53 5М523658 80063 8 6 
5МС523522 80063 2 81 5М523671 80063 8 7 
SMC523522 80063 9 10 SMD523672 80063 8 8 
SMC523525 80063 2 16 SMD523678 80063 8 15 
SMC523527 80063 2 62 SMD523705-1 80063 2 82 
SMC523529 80063 3 1 SMD523705-2 80063 6 22 
SMC523536 80063 3 2 SMD523706 80063 2 59 
SMC523537 80063 2 64 SMD523717 80063 1 1 
SMC523538 80063 2 75 SMD523729 80063 9 3 
SMC523539 80063 5 1 SMD523731 80063 9 6 
SMC523545 80063 6 3 SMD523732 80063 9 2 
SMC523545 80063 7 14 SMD523735 80063 9 25 
SMC523546 80063 6 23 SMD523736 80063 9 22 
SMC523547 80063 6 9 SMD523744 80063 9 35 
SMC523552 80063 2 77 SMD523746 80063 9 8 
SMC523554 80063 2 87 SMD523749 80063 9 9 
5МС523561 80063 2 47 5М523750 80063 10 18 
5МС523564 80063 2 93 5М523778 80063 1 22 
5МС523565 80063 2 92 5М523779 80063 1 23 
5МС523567 80063 2 89 SMD523780 80063 1 24 
SMC523574 80063 2 30 
SMC523575 80063 2 23 
SMC523584 80063 1 2 U-389(XE-1)PR 80063 1 6 
SMC523588 80063 1 5 IN270 81349 7 5 
SMC523591 80063 1 8 IN270 81349 10 33 
SMC523592 80063 1 18 IN746A 80131 10 39 
SMC523615 80063 2 65 
SMC523622 80063 1 19 2N3053 80058 7 40 
SMC523635 80063 2 84 2N987 81349 6 7 
SMC523635-1 80063 2 85 2N987 81349 10 2 
SMC523641 80063 2 40 7303140 16758 1 13 
SMC523642 80063 2 19 7303141 16758 1 14 
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SECTION IV. NATIONAL STOCK NUMBER AND PART NUMBER INDEX TM 11-6625-937-40P 


LATEST NATIONAL STOCK NUMBER ASSIGNMENTS LATEST PART NUMBER ASSIGNMENTS 


PART FIG. ITEM 
STOCK NUMBER FIG. ITEM NUMBER FSCM NO. NO. 

CK05CW102M 81349 6 5 
6625-00-016-0228 1 19 DM15F271G 84171 7 26 
5910-00-019-4790 10 6 М535649-224 96906 3 4 
5310-00-043-1754 5 3 М535649-224 96906 7 32 
5310-00-043-1754 8 4 М535649-244 96906 2 4 
5950-00-087-0041 10 16 RCR07G182JS 81349 2 31 
5950-00-087-3780 10 24 RCR07G331JS 81349 7 11 
5905-00-104-8368 4 2 RCR07G331JS 81349 10 37 
5905-00-104-8368 7 18 RCR07G681JS 81349 10 42 
5905-00-106-1247 7 28 RCO7GF100J 81349 7 41 
5905-00-114-0710 7 11 RCO7GF102J 81349 6 1 
5905-00-114-0710 10 37 RCO7GF102J 81349 10 43 
5905-00-114-0711 6 21 RCO7GF122J 81349 7 42 
5905-00-114-5343 2 31 RCO7GF123J 81349 7 43 
5905-00-116-8555 10 21 RCO7GF124J 81349 10 12 
5905-00-133-0440 7 6 RCO7GF153J 81349 10 15 
5905-00-135-6046 10 42 RCO7GF223J 81349 10 35 
5905-00-141-0744 7 4 RCO7GF241J 81349 10 44 
5910-00-143-0501 6 4 RCO7GF680J 81349 4 1 
5910-00-143-0501 7 16 RCO7GF680J 81349 10 41 
5905-00-272-7899 10 13 RCO7GF682J 81349 7 30 
5905-00-279-1979 7 20 RCO7GF682J 81349 10 38 
5905-00-483-4285 7 22 RJ12CY104 81349 7 22 
5905-00-681-6462 6 1 2N2907A 81349 10 40 
5905-00-681-6462 10 43 
5905-00-681-8818 10 15 
5905-00-682-4108 10 44 
5905-00-683-2235 4 1 
5905-00-683-2235 10 41 
5905-00-686-9993 10 12 
5905-00-686-9994 7 42 
5905-00-686-9997 7 30 
5905-00-686-9997 10 38 
5905-00-687-0002 10 35 
5905-00-726-4413 7 43 
5961-00-805-7873 10 39 
5905-00-817-7971 7 41 
5355-00-832-9229 2 35 
5910-00-851-0693 7 26 
5910-00-890-8988 6 5 
5961-00-925-3777 10 40 
5310-00-934-9748 2 4 
5935-00-937-6997 2 41 
5310-00-938-2013 3 4 
5310-00-938-2013 7 32 
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